[Echocardiographic documentation of fibrocalcific degenerative changes of a lascia lata valvular prosthesis at the aortic valve].
The echocardiographic features of fibrocalcific degeneration of fascia lata aortic bioprosthesis are presented in two cases. M-Mode and 2D echocardiograms showed increased density and reduced motion of the bioprosthetic leaflets, suggestive of fibrocalcific degeneration. These features were confirmed at surgery. Two-dimensional echocardiography was mostly useful (in one case) in the assessment of morphology and motion of the diseased prosthetic valve.